[A twining method for struts connection in Z-stents].
To compose Gianturco Z-stents without welding, a twining method was applied. The link portion of the struts of were spirally entwined by a thin stainless steel wire of 0.1 mm in diameter. The directional balance of spring force of the twined stents compared favorably with that of the conventionally welded stents. This twining method has theoretical benefit of less susceptible to corrosion than soldering. Then the twining method was thought to be beneficial in composing Z-stents.